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Place the HS‐60097 Offset Shell Impactor ALONE in an open pan for sterilization processing. 

CLEANING AND STERILIZATION 

Surgical instruments are supplied non-sterile. Remove instruments from all individual sales packaging, clean and place lone in an open 
instrument pan prior to sterilization. Instruments must be sterilized prior to use. 

Autoclave sterilization is recommended. The autoclave must be validated by the hospital and regularly checked to assure the 
recommended sterilization temperatures are reached for the entire exposure time. Other sterilization methods are possible but must be 
validated by the user. 

 

The following sterilization parameters have been validated: 

Pre-Clean -Clean all instruments before sterilization. 
-Submerge instruments in enzymatic detergent & soak for 10 minutes. 
- Scrub submerged articles with a soft sponge & agitate. 
-Use a pipe cleaner or brush in any lumens and crevices. 
-Actuate any moving parts to loosen trapped contaminants. 
-Rinse in warm (38-49oC) water for 1 minute. Thoroughly flush all lumens & other difficult to reach areas. Actuate 
while rinsing. 

Cleaning -Ultrasonically clean the instruments for 10 minutes in a neutral pH detergent. 
-Rinse with clean water, actuating any moving parts while rinsing for 1 minute. Repeat rinse twice.  
-Dry instruments thoroughly with a clean, lint free cloth. 

Inspection -Inspect instruments for any damage or remaining contaminants. 
-Repeat cleaning if contamination remains. 
-Contact OMNIlife science if instruments are damaged. 

Sterilization 
Preparation 

-Place instruments in the correct location in the instrument pan. 
-Wrap the pan in a double layer of CSR wrap. 

Sterilization -Pre-vacuum cycle 
-Temperature: 135oC or 275oF 
-Exposure time: 3 minutes 
-Dry time: 60 minutes* 
 
OR 
 
-Pre-vacuum cycle 
-Temperature: 134oC or 273oF 
-Exposure time: 18 minutes 
-Dry time: 30 minutes* 

Storage Store wrapped prior to immediate use. 
 

STORAGE 

Store instruments in the corresponding instrument system pans. After use and cleaning, instruments must be stored in a clean, dry and 
temperate place.  
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